
Quick Start Guide

JPD-FR409-BT

Smart
Forehead & Ear
Thermometer



Unpack thermometer 
and 

insert batteries.
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Condition the thermometer 
at room temperature for
30 minutes before using
device for the first time.
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Select adult or child mode –
child mode is recommended

for people under 12.
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Turn on device,
remove cap and
select ear mode -

the      symbol will be
shown on screen.
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Insert thermometer
correctly into ear

depending on age.
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Keep cap on probe and
select forehead mode –
the      symbol will be

shown on screen.
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Point thermometer
to forehead 0.1”-1” (1-3cm)

away from skin surface.
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Keep cap on probe and
select object mode –
the      symbol will be

shown on screen.
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Point thermometer
to object

0.1”-1” (1-3cm) away.
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Press and immediately
release scan     button.
Measurement will be
displayed on screen.
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for more information visit :
kinetikwellbeing.com


